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Infrared Prism Spectrometry from 24 to 40 Microns' 

By Earle K. Plyler 

A prism of KRS-5 (thalliiim-bromide-iodide) has been used to measure the transmission 
of various substances in the infrared region from 24 to 40 microns. The prism was installed 
in a Perkin-Elmer spectrometer, and a Golay detector was employed for measuring the energy. 
Transmission data were obtained for polystyrene, polyethylene, and different samples of 
KRS-5. Also measurements have been made on the cut-off of KBr, AgCl, and other 
crystals. The rotational spectrum of the water-vapor molecule has been measured to 39.2 
microns, and the known frequencies of these absorption bands have been used for the cali- 
bration of the prism. 



I. Introduction 

Some of the optical properties of the thallium 
halides have been known for a considc^rable time. 
The residual rays of some of these substancc^s 
were measured by Rubens and Wartenberg ^ in 
1914. The maxima of the reflection bands were 
91.9 M for TlCl, 117 M for TlBr, and 152 m for 
Til . These reflection maxima fall in the long wave- 
length region of the infrared. This fact indicated 
that the absorption of tlu^ material Av'ould not Ix^ 
intense for moderate thicknesses to about 40 or 
50 jjL. Thallium iodide does not form cubic crys- 
tals and usually exists as a powder. In order to 
use it for infrared studies, a mixed crystal with 
TlBr from the fused mixture is grown. During 
the war such mixed crystals were grown in Jena. 
The material was called KRS-5 and consisted 
of about 42 percent of TlBr and 58 percent of TIL 
A mixed crystal of TlCl and TlBr was called 
KRS-6 and other materials that were used in the 
infrared region were also included in the KRS 
series. The KRS-5 is highly resistant to water 
and was found useful on field instruments. Pre- 
liminary measurements in Germany showed that 
the TlBr-I crystal has a high index of refraction 
in the visible and the infrared regions and that in 
thicknesses of 2 mm it is transparent beyond 40/x. 

In 1945 plans were made at Fort Belvoir and 
at the National Bureau of Standards for the 
growing of synthetic crystals of the thallium 

1 H. Rubens and H. V. Wartenberg, Berl. Ber (1914). 

♦Presented in part at the meeting of the Optical Society of America, Mar. 
6, 1948; J. Opt. See. Am. 38, 664 (1948). 



halides. At first, considerable difficulty was ex- 
perienced in producing single crystals of sufficient 
size for prisms. Also many of the early crystals 
became opaque beyond 30 /x. This difficulty was 
overcome when great care was takn in purifying 
the thallium bromide and thallium iodide. 

II. Experimental Procedure 

A single crystal of KK8-5 was grown by 
Fi'ancis Phelps of this Bureau, and from it a 
prism with a refracting angle of 26° was cut and 
polished in the Optical Shop. The prism was 
annealed before the final polishing. Some ex- 
periments on the polishing were carried out by 
Edgar Robinson, and he was able to get good 
surfaces that are flat to a few wavelengths of 
monochromatic yellow light over a considerable 
part of the prism face. The refracting angle of 
26° was selected, in part, so that the prism could 
be used in a Perkin-Elmer spectrometer with a 
minimum of changes in the instrument. The 
KRS-5 has a high dispersion in the visible region^ 
and the yellow mercury lines are well separated. 
It is possible to obtain an image of about 0.25 
mm of a single visible spectral line by using an 
exti'emely narrow (Mitrance slit. 

The difficulty of obtaining very nari'ow images 
appears to be due to lack of homogeneity of the 
prism. If the composition of the crystal varies 
in such a manner that the proportions of TlBr 
and Til differ for different regions within the 
crystal, corresponding variations in the index of 
refraction will result for the same regions. A 
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prism, obtained from another laboratory that was 
recently examined, produced four images of a 
single spectral line. The lack of sharpness of the 
image is not of great importance in the region 
from 25 to 40 ju Because of the small amounts of 
energy radiated by the globar in this region, it is 
necessary to use slits up to 1 mm. 

A Golay detector with a KRS-5 window was 
used as the detecting unit. The energy from the 
exit slit was focused on the blackened receiver by 
means of a lens made from KRS-5. 

The energy is further reduced by the reflection 
losses of the prism. For example, at 28 m the 
index of refraction is about 2.3, and a 26° prism 
loses about 50 perce it of the energy by reflection 
when it is traversed twice. Under the same con- 
ditions, a 36° prism loses about 72 percent of the 
incident energy by reflection. Small scratches on 
the surface of the prims do not modify its proper- 
ties for long wavelength energy to any great extent 
but may produce scattering of radiation in the 
short wavelengths. 

III. Results 

The infrared spectrometer, containing the 
KRS-5 prism as the dispersing unit, was calibrated 
for wavelength determinations by the use of the 
known absorption bands of many substances in 
the region from 2 to 40 /x. A graph was made by 
plotting the drum readings of the spectrometer 
as a function of the wavelength. On account of 
the low dispersion of the KRS-5 prism in the 
region from 2 to 15 /z, it is not advantageous to use 
a prism of this material for this region. Good 
resolution is obtained in the region from 24 to 40 ju, 
and a more detailed calibration curve has been 
obtained for this range of wavelengths. By the 
positions of the absorption bands of chloroform, 
bromoform, carbon disulfide, and carbon tetra- 
chloride, the rotation lines of the water vapor 
absorption spectrum were identified. The wave 
numbers of these lines in the 24- to 40-m region 
are well known from the work of Randall, Denni- 
son, Ginsburg, and Weber. ^ Their work was 
carried out with a grating spectrometer, and the 
resolution is much higher than that obtained with 
the KRS-5 prism. However, many of the ab- 
sorption lines are single and show up distinctly 
on the recorder traces. Where some of the lines 



of the water vapor molecule are not separated by 
the KRS-5 prism, an average value is used for the 
region of maximum absorption. The calibration 
curve is shown in figure 1 . The graph was drawn 
through the experimentally determined wave- 
lengths, and a smooth curve was obtained. The 
dispersion of the prism in this region is very good, 
six and one half turns of the spectrometer drum 
being necessary to change from 22 to 39 fx. 
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Figure 1. Calibration curve for the KRS-5 prism used in 
a Perkin-Elmer infrared spectrometer. 

In the measurement of the water vapor spec- 
trum, stray radiation became quite appreciable at 
34 M, and increased to about 65 percent of the total 
energy at 40 m- In figure 2 is shown the water 
vapor spectrum as measured with an aluminum 
reflector in the source box. The two lines that 
are resolved in the region of 30.6 n are separated 
by 4 cm~^ The spectral slit width of the instru- 
ment using slits of 0.5 mm is much less than 4 cm~\ 
and the practical limit is about 2 cm~^ 




2 H. M. Randall, D. M. Dennison, N. Ginsburg, and L. R. Weber, Phys. 
Rev. 52, ICO (1937). 



Figure 2. Absorption spectrum of water vapor measured 
with an aluminum mirror in the source box of the spectrom- 
eter. 
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In figures li and 4 are shown the water vapor 
spectrum for the same r(^t!:ion using reflectors of 
CaF2 ami NaF. The stray Muhation is reduced 
to about 5 percent at 37 /x, but there is also a 
reduction of the total energy. It is possible to 
extend tlu^ measui"(^ments with a KRS-5 prism to 
beyond 40 n, but the energy is greatly reduced. 
Small amoimts of energy are transmitted by the 
prism to 41 jjl, but only an approximate measure- 
ment of the transmission of substances can be 
made at that wavelength. 




Figure 3. Absorption spectrum of water vapor measured 
wHh a CaF2 reflector. 
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FicjuRE 4. Absorption spectrum of water vapor measured 
with a NaF reflector. 

The infrared spectrometer with the KRS-5 
prism and filters has been used to m.easure the 
infi-ared transmission of different solids. Othei' 
materials wc^re sought that would be transparent 
in the 24 to 40 /x region. In figure 5 is showii the 
percentage transmission of polystyrene, polyethyl- 
ene, KRS-5, KBr, and AgCl. Polystyrene shows 
the highest transm.ission in this region of auy sub- 
stance measured. The high transparency is part- 
ly caused by the fact that the layer is only 25 /x 



thick. When a 1-mm window was used, oiUy 25 
percent of the incident radiation is transmitted at 
33 /x. However, for coatings and w-indows, thin 
films of polystyrene are useful. A layer of poly- 
ethylene 240 /x in thickness also shows liigh trans- 
mission in this region. Thinner layers show some- 
what higher transmission. The irregular form of 
the transmission curve is prol)ably caused by ab- 
sorption in the polyethylene. Films of (C2F4)x- 
(C2H2F2)x, and (C2H2Cl2)x were also measured, 
but they have low tj-ansmission in this i-egion. 
The KBr sample is 6.4 mm thick and transmits 
about 10 percent at 31.5 /x- Thus, in thicknesses 
of 1 mm or less, KBr will be useful as a window to 
30 iJL. A sheet of AgCl, 2.1 mm thick, transmits 
10 percent at 27.5 p.. However, the sample is 
slightly discolored and may not have as high trans- 
mission as a clear specimen. 

Many samples of KRS-5 have been examined, 
and in figure^ 5 is shown the transmission of a clear 
specimen. The transmission at 24.5 ^ is approxi- 
mately 70 percent, about the same as at 20 /x. 
Most of the loss of ener'gy is caused by rc^fiection. 
As the w^avelength is in.ci"(^ased, the transmission 
decrcnises and is about 45 percent at 37 /x. 
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FicuRE 5. Transmission of polystyrene 25 microns thick, 
polyethylene 2^0 microns, KRS-5 4 mm, KBr 6.4 mm, 
and AgCl 2.1 mm. 

In figure 6 is shown the transmission of other 
sam])les of KR8-5. The low^cu* curve is for a 
sam.ple that probably contained impurities. One 
sample, for which the measurements ar-e not 
])lotted on the graph, became opacjue at 2() m- 

In figure 7 is shown the transmission of four 
chloi"i(les. The PbCl2 and TlCl samples w(u-e ob- 
tained from the Naval Research Laboratory and 
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Figure 6. Transmission of three different sa7nples of 
KRS-5, thickness 8 mm. 

the AgCl and KCl samples from Harshaw Chem- 
ical Co. All of these materials are well suited 
for window materials, but the AgCl is the only 
one of these substances that is not attacked by 
water. 



100 


1 1 \ 1 1 1 1 1 1 r 


— 1 1 r 


- 


90 


^--^ 


80 




7^0 


"^^-^ 


O 


\ ^vv ^*\ 






<" -^ 


\ nX N^PI'Cli 






<o 60 








z 


\ ^^\ \v 






to 








z 50 
















cr 


\ ^V^V 


\ 




' 40 


\ \ 


N^AgCI 


- 


1- 


\ \ 


V 




2 




V V\ 




UJ 30 




\ V 












q: 


\ 


\^ 




"^ 20 


\KGI 


\^ICI 


- 


10 
n 


1 1 1 1 1 1 1.1 1 L_ 


1 1 1 


^" 



18 19 20 21 22 23 
WAVELENGTH IN MICRONS 



24 25 26 27 28 



Figure 7. Transrnission of PbCl2 KCl, TlCl, and AgCl, 
6 mm in thickness. 

In figure 8 is shown the transmission of KCl 
and TlCl-Br in the near infrared region. The 
KCl sample transmitted about 92 percent of the 
incident energy at 16 m- The TlCl-Br reached a 
value of about 80 percent at 12 fx. 

In figure 9, the transmission of four thallium 
halides is given. The two samples of TlCl-Br 
were obtained from different sources. The sam- 
ples were not annealed and that accounts, in part, 
for their irregular transmission curves. Some of 
the small dips in the graph may represent im- 
purities in the sample. Also impurities may 
cause the different transmitting properties of the 
two samples of TlCl-Br. 

The technique of growing the thallium halide 
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Figure 8. Transmission of KCl and TlCl-Br, KCl, 12 
mm in thickness, TlCl-Br, 6 mm in thickness. 
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Figure 9. Transmission of TlBr, of 2 different sarnples of 
TlCl-Br and of TlCl. 
All the samples were approximately 6 mm in thickness. 

crystals has improved in the last year, and recent 
samples of KRS-5, in 6-mm thicknesses, have 
shown good transmission to 40 jjl. However, it is 
difficult to obtain samples that have the same 
value for the index of refraction over a large cross 
section. Some transparent sections would not 
make good prisms because of the blurring of the 
image at the exit slit of the spectrometer. This 
problem is now being studied. The KRS-5 
prism is a valuable addition to the other materials 
that are in use for infrared spectrometry. 

The measurements made in this work were 
carried out with a prism cut from a single crystal, 
and it has been possible to obtain partial resolution 
of water-vapor lines separated by 2 cm~^ How- 
ever, in actual operation the spectral slit widths 
are about 4 cm"^ at 33 fi. In the region from 23 
to 25 iJL, better resolution is obtained with the 
KRS-5 than with the KBr prism. The lower 
resolution of the KBr prism in this region probably 
results from absorption by the KBr prism at 23 m 
and longer wavelengths. 

Further studies on the transmission of liquids 
and vapors in the 24- to 40-^1 region are being 
carried out and will be reported in a future paper. 

Washington, May 11, 1948. 
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